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SECTION  1 


INTRODUCTION 


An  analytical  method  suitable  for  the  study  of  A/-methyl-A/'-nitroguanidine  (MNG,  CAS  4245-76- 
5)  was  developed  to  detect  and  quantitate  possible  impurities  in  the  MNG  sample  supplied  by  the  U.S. 
Air  Force  Armament  Laboratory.  The  synthetic  route  for  the  synthesis  of  MNG  involves  the 
methylation  of  nitroguanidine  (NG)  with  methylamine  (Patrick  and  Cady, 1990).  Among  the  likely 
impurities  are  guanidine  (G,  CAS  1 13-00-8),  methylguanidine  (MG,  CAS  471-29-4).  NG  (CAS  556-88-7), 
and  1,2-dimethyl-3-nitroguanidine.  Because  guanidine  compounds  are  not  volatile,  MNG  samples 
were  analyzed  by  high  performance  liquid  chromatography  (HPLC).  Nitroguanidine,  MNG,  and  1- 
methyl-3-nitro-1-nitrosoguanidine  (MNNG),  which  have  a  nitro  substituent,  were  analyzed  by  HPLC 
with  ultra  violet  (UV)  detection.  Guanidine  and  MG,  which  could  not  be  detected  via  HPLC  with  UV 
detection,  were  analyzed  by  HPLC  with  fluorescence  detection  (Kobayashi  et  al.,  1987). 

The  evaluation  of  the  mammalian  toxicity  of  MNG  also  includes  the  analysis  of  possible 
metabolites  of  MNG.  Although  the  metabolism  of  MNG  is  not  well  documented,  the  intragastric 
nitrosation  of  MNG  to  MNNG  is  of  toxicological  concern  because  MNNG  is  both  mutagenic  and 
carcinogenic  (Endo  et  al.,  1974).  It  is  well  known  that  MNNG  can  be  synthesized  from  MNG  and 
sodium  nitrite  under  acidic  conditions  (McKay  and  Wright,  1947).  Because  of  this,  the  intragastric 
conversion  of  MNG-like  compounds  has  been  proposed  as  a  possible  etiologic  factor  in  human  gastric 
cancer  (Endo  et  al.,  1975).  This  risk  could  also  be  exacerbated  by  diets  high  in  nitrates  or  nitrites.  To 
investigate  the  possible  conversion  of  MNG  to  MNNG,  five  nonfasted  male  Fischer  344  (F-344)  rats 
(7  to  10  weeks  old)  were  dosed  orally  with  0.5  g/kg  of  body  weight  of  MNG.  Six  hours  after  dosing, 
the  rats  were  sacrificed.  Urine,  gastric  contents,  and  feces  were  removed  and  quick  frozen  at  -70  °C 
for  HPLC  analysis  for  MNG  and  MNNG. 
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SECTION  2 


MATERIALS  AND  EQUIPMENT 

TEST  MATERIAL 

N-methyl-N'-nitroguanidine  was  obtained  from  the  Air  Force  Armament  Laboratory  at  Eglin 
Air  Force  Base,  FL. 

GUANIDINE  COMPOUNDS 

Guanidine  compounds  used  as  anal/tical  standards  were  purchased  from  Aldrich  Chemical  Co., 
(Milwaukee,  Wl)  The  compounds  obtained  were  G  hydrochloride,  MG  hydrochloride,  NG,  MNG,  and 
MNNG  The  chemical  structures  of  these  compounds  are  shown  in  Figure  1.  These  chemicals  were 
used  without  further  purification 
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REAGENTS 

High  performance  liquid  chromatographic-grade  methanol  was  obtained  from  Fisher  Scientific 
(Fairlawn,  NJ)  and  ninhydrin  and  acetonitrile  were  obtained  from  Aldrich  Chemical  Company 
(Milwaukee,  Wl).  Sodium  hydroxide  was  obtained  from  Mallinckrodt  (Paris,  KY)  and  sodium 
octanesulfonate  was  obtained  from  Eastman  Kodak  Chemical  Company  (Rochester,  NY). 

EQUIPMENT 

Samples  for  HPLC  analysis  were  prepared  using  a  tabletop  centrifuge  (Clay-Adam  Co.,  NY),  a 
0.2-jim-pore  syringe  filter  (Supelco,  Bel'^fonte,  PA),  and  YM-membrane  filters  with  molecular  weight 
cut  off  (MWCO)  ranges  of  30,000  and  1 0,000  (Amicon,  Beverly,  MA). 

High  performance  liquid  chromatographic  analysis  was  performed  using  a  Waters  M-6000 
HPLC  pumping  system  equipped  with  a  Waters  model  UK6  injector  (Waters,  Milford,  MA).  A 
Brownlee  Spheri-5  octadecylsilane  (OOS,  Alltec  Associates  Inc.,  Deerfield,  IL)  reversed-phase  column 
(220  mm  x4.6  mm  i.d.)  was  used  for  the  chromatographic  separation  of  NG,  MNG,  and  MNNG.  This 
system  used  a  Kratos  773  Spectroflow  UV  monitor  as  a  detector  (Kratos  Analytical  Inc.,  Ramsey,  NJ). 

A  Brownlee  Spheri-5  OSS  reversed-phase  column  (220  mm  x  4.6  mm)  used  for  the  reversed- 
phase  ion-pair  HPLC  method  was  used  for  the  chromatographic  separation  of  G  and  MG  The 
reaction  system  for  postcolumn  derivation  was  equipped  with  a  mixing  tee  (Supelco,  Bellefome,  PA), 
and  a  Waters  6000A  HPLC  pump.  A  mixing  column  (2  cm  x  0.4  cm)  was  filled  with  0.5  mm  glass  beads, 
and  the  reaction  coil  consisting  of  a  Teflon  knit  coil  (3  m  x  0.5  mm  i.d.)  coupled  to  a  stainless  steel  tube 
(5  m  xO.5  mm  i.d  ).  These  materials  were  supplied  by  Supelco  (Bellfonte,  PA).  The  reaction  coil  was 
immersed  in  a  heating  bath  (GCA  Scientific,  Chicago,  IL).  A  Perkin-Elmer  LS-5  fluorescence 
spectrophotometer  (t  .rkin-Elmer  Corp.,  Norwalk,  CT)  was  used  to  detect  the  fluorophore  with  an 
excitation  wavelength  of  395  nm  and  an  emission  wavelength  of  500  nm.  The  diagram  of  this  system 
is  depicted  in  Figure  2. 

Both  the  UV  i  -j  fluorescence  signals  were  acquired  and  processed  with  Nelson  Analytical 
System  software  (Model  2600,  Cupertino,  CA)  using  an  IBM/AT  personal  computer  for  data 
management. 
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(Mobile  Phase) 


Figure  2.  HPLC  Fluorescence  System.  Sample  eluting  from  HPLC  column  was  mixed  with  0.5  NaOH 
and  passed  through  a  heated  reaction  coil.  The  fluorescence  adduct  formed  by  the 
reaction  of  a  guanidine  compound  with  ninhydrin  was  detected  via  fluorescence. 
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SECTION  3 


EXPERIMENTAL  SECTION 


SAMPLE  CLEAN-UP  PROCEDURES 

Samples  of  Feces  and  Gastric  Contents:  Samples  of  the  feces  and  gastric  contents, 
approximately  0.3  g  in  weight,  were  placed  in  10-mL  test  tubes  and  0.9%  sodium  chloride  solution 
was  added  to  dilute  each  sample  by  a  factor  of  10.  The  sample  was  homogenized  by  stirring  with  a 
magnetic  stirrer  for  1  h,  and  then  centrifuged  for  20  min.  The  supernatant  of  the  samples  was  first 
filtered  by  a  0.2-pm-pore  syringe  filter,  and  then  with  a  30,000  MWCO  membrane  centrifugation 
filter.  For  the  analysis  of  higher  concentrations  of  the  MNG  in  gastric  contents,  the  filtered 
supernatant  of  the  samples  was  further  diluted  by  a  factor  of  20  with  deionized  water  (H2O).  The 
diluted  samples  were  directly  analyzed  by  HPLC.  Aqueous  MNG  standards  were  used  to  quantitate 
the  level  of  MNG  in  the  gastric  contents  instead  of  MNG-spiked  control  samples  of  the  gastric 
contents  (Figure  3). 


Time  (min) 


Figure  3.  Analysis  of  Biological  Samples  for  MNNG  by  HPLC  with  UV  Detection.  The  x  axis  is 

retention  time  in  minutes,  and  the  y  axis  gives  the  detector  response  in  millivolts.  Top 
panel:  AqueousstandardsofNG,  MNG,  and  MNNG.  Second  panel;  Rat  urine  showing 
presence  of  MNG.  Third  panel :  Gastric  contents  showing  presence  of  MNG.  Bottom  panel : 
Feces  showing  presence  of  small  amounts  of  MNG. 
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Urine  samples:  A  1.0  mL  urine  sample  was  transferred  into  a  2-mL  glass  vial  containing  125  pL 
of  IN  hydrochloric  acid.  The  acidified  sample  was  vortexed  for  1  min  and  allowed  to  stand  at  room 
temoerature  for  20  min.  The  samples  were  then  centrifuged  for  30  min.  The  supernatant  of  the  urine 
samples  was  filtered  first  by  a  0.2-pm-pore  syringe  filter  followed  by  filtration  with  a  10,000  MWCO 
membrane  centrifugation  filter.  The  filtered  samples  were  extracted  twice  with  1.0  mL  aliquots  of 
ethyl  acetate  and  combined.  The  samples  were  evaporated  to  dryness  and  reconstituted  with  1  mL  of 
10%  methanol  Me0H/H20.  A  20-pL  aliquot  of  the  reconstituted  sample  was  used  for  HPLC  analysis  of 
MNNG. 

For  analysis  of  high  concentration  of  the  MNG  in  the  urine,  the  urine  samples  were  diluted  by  a 
factor  of  100  with  deionized  HjO,  and  were  directly  analyzed  by  HPLC.  Aqueous  MNG  standards  were 
used  to  quantitate  the  level  of  MNG  in  the  diluted  urine  samples  instead  of  the  MNG  spiked  in  the 
control  urine  (Figure  3). 

CHROMATOGRAPHIC  SEPARA  TIONS 

The  mobile  phase  for  HPLC  analysis  for  UV  detection  of  NG,  MNG,  and  MNNG  was  90%  H2O 
and  10%  MeOH  with  flow  rate  of  1.0  mL/min.  However,  two  different  mobile  phases  were  used  for 
the  isocratic  ion-pair  fluorescence  HPLC  analysis  of  G  and  MG.  Solvent  System  I  was  used  for  G  and 
MG  analysis,  and  System  II  was  used  for  a  retention  time  check: 

Solvent  System  I 

Mobile  Phase:  10%  MeOH,  and  20%  acetonitrile  (CH3CN),  5.0  mM  ninhydrin  and  12.0  mM 
octanesulfonate;  flow  rate  is  1.5  mL/min,  reaction  temperature  82  °C;  0.5  M  sodium  hydroxide 
(NaOH)  with  flow  rate  0.5  mL/min;  Aex  =  395  nm  and  Aem  =  500  nm. 

Solvent  System  II 

Mobile  Phase:  10%  MeOH,  and  10%  CH3CN,  5.0  mM  ninhydrin,  and  10.0  mM  octanesulfonate; 
flow  rate  1.5  mL/min,  reaction  temperature  75  X;  0.5  M  NaOH,  flow  rate  0.5  mL/min;  Aex  =  395 
nm  and  Aem  =  500  nm. 
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SECTION  4 


RESULTS 


ANALYSIS  OF  RESIDUE  MNG  AND  MNNG  IN  THE  BIOLOGICAL  SAMPLES 

Residue  MNNG  was  not  detected  in  any  of  the  samples  of  feces,  gastric  contents,  or  urine  above 
the  detection  limit  (Table  1).  The  detection  limits  of  the  MNNG-spiked  control  samples  are  listed  in 
Table  2.  A  large  amount  of  test  material  MNG  was  detected  in  the  gastric  contents  of  the  rats 
sacrificed  6  h  after  dosing.  A  small  amount  of  MNG  was  detected  in  the  samples  of  feces,  and  a  large 
amount  of  MNG  was  found  to  be  excreted  in  the  urine.  The  MNG  levels  in  feces,  gastric  contents,  and 
urine  for  five  animals  are  listed  in  Table  1.  Some  pertinent  chromatograms  of  these  analyses  are 
shown  in  Figure  3.  High  performance  liquid  chromatographic  with  UV  detection  gave  retention  times 
of  3.0  min  for  NG,  3.5  min  for  MNG,  and  10.1  min  for  MNNG. 


TABLE  1.  ANALYSIS  OF  RESIDUE  MNG  AND  MNNG  IN  BIOLOGICAL  SAMPLES 


Rat  . 

Feces 

Gastric  Contents 

_ _ 

Urine 

(pg/mL) 

No. 

MNG 

MNNG 

MNG 

MNNG 

MNG 

MNNG 

#7 

120 

<2.5 

11,280 

<2.0 

8015 

<5.0 

#8 

20 

<2.5 

<2.0 

5403 

<5.0 

#9 

76 

<2.5 

5,320 

<2.0 

7800 

<5.0 

#10 

125 

<2.5 

7,740 

<2.0 

4592 

<5.0 

#11 

102 

<2.5 

14,220 

<2.0 

6051 

<5.0 

TABLE  2.  EVALUATON  OF  THE  METHOD 


Analyte 

Samples 

Detection  Limits 

Recovery  (%) 

Correlation 

Coefficient 

MNNG 

Feces 

2.5  pg/g 

92 

0.974 

Gastric  Contents 

2.0  pg/g 

103 

0.981 

Urine 

5.0pg/mL 

N/A 

0.998 

MNG 

Feces 

5.0  pg/g 

105b  . 

0.984 

•  The  signal  to  noise  level  is  larger  than  3. 

Spiked  MNG  was  selected  having  similar  concentration  to  that  detected  in  the  ss  mples  of  feces. 


The  detection  limit,  recoveries,  and  linearity  of  the  calibration  curves  were  evaluated  to 
validate  the  method.  These  data  were  obtained  with  the  control  samples  spiked  with  different 
concentrations  of  MNG  and  MNNG.  The  detection  limit  of  MNNG  is  2.0  pg/g  in  the  gastric  contents. 
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2.5  vig^g  in  the  feces,  and  5.0  pg/mL  in  the  urine.  The  percentags  of  MNNG  recovered  in  the  samples 
of  feces  and  gastric  contents  at  lower  spiking  levels  (5.0  pg/g)  is  also  listed  in  Table  2.  The  percentage 
recovery  of  MNNG  in  urine  was  not  given  because  MNNG  is  not  stable  in  urine  and  is  known  to  react 
with  nitrogenous  bases  (McKay  and  Wright,  1947).  In  addition,  Table  2  also  lists  the  correlation 
coefficients  of  the  pertinent  calibration  curves  to  evaluate  the  linearity  of  the  calibration  curves. 

PURITY  ANALYSIS  OF  AIR  FORCE  ARMAMENT  LABORATORY  MNG 

An  HPLC  method  using  an  ODS  reversed  phase  column  and  a  UV  detector  was  developed  to 
analyze  Air  Force  Armament  Laboratory  for  NG  and  MNNG.  A  0.25%  of  NG  impurity  was  detected  in 
the  USAF  MNG  (Table  3).  No  MNNG  was  detected  in  the  USAF  MNG  above  its  detection  limit  (Table  4). 
The  HPLC  analysis  of  the  USAF  MNG  and  standards  of  NG,  MNG,  and  MNNG  are  shown  in  Figure  4. 

A  reversed-phase  ion-pair  HPLC  method  was  developed  to  analyze  G  and  MG  (Kobayashi,  et  al. 
1987).  The  system  employed  a  postcolumn  derivatization  with  a  fluorometer  as  a  detector.  A  small 
amount  of  G  and  MG  impurities  were  detected  in  the  MNG  (Figure  5)  and  the  quantitation  results  are 
listed  in  Table  3.  The  presence  of  large  amounts  of  MNG  in  the  solutions  (up  to  10  mg/mL)  did  not 
interfere  with  the  fluorescence  detection.  The  identification  of  G  and  MG  peaks  was  performed  by 
matching  their  retention  times  to  the  standards,  employing  two  mobile  phases  with  different 
selectivity  and  spiking  the  standards  in  the  samples.  High  performance  liquid  chromatography  with 
fluorescence  detection  gave  retention  times  of  7.8  min  for  G  and  8.7  min  for  MG  using  Solvent 
System  1. 

The  detection  limit,  and  linearity  of  the  calibration  curves  were  evaluated  to  validate  the 
methods,  and  the  results  are  listed  in  Table 4.  Because  only  the  aqueous  solutions  were  involved  in 
the  purity  study,  the  methods  provide  sufficient  sensitivity  in  the  detection  of  low  levels  of  the 
impurities.  In  addition,  the  lowest  correlation  coefficient  of  the  calibration  curves  was  0.9994; 
therefore,  accurate  results  of  quantitation  can  be  anticipated. 


TABLE  3.  PURITY  ANALYSIS  OF  DOSED  MNG  FROM  THE  AIR  FORCE  ARMAMENT  LABORATORY 


NG 

NG/MNG  (%) 

0.25  ±  0.053a 

MG 

MG/MNG  (%) 

0.055  ±  0.003b 

G 

G/MNG  (%) 

0.0016  ±  0.0002b 

MNNG 

MN  NG/MNG  (%) 

<0.05 

•  t-ten  with  nine  samples  3195%  confidence  limit. 
*>  t-test  with  five  samples  at  99%  confidence  limit. 
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TABLE  4.  METHOD  EVALUATION  (II) 


Impurity 

Detection  Limit 

9/gMNa 

Correlation 

Coefficient 

NG 

<5.0x10-4 

0.9995 

MG 

3.0x10-6 

0.9996 

G 

2.0x10-6 

0.9994 

MNNG 

<7.0x10-4 

0.9998 

Time  (min) 


Figure  4.  Analysis  of  Air  Force  Armament  Laboratory  MNG  by  HPLC  with  U V  Detection.  Top  panel : 
AqueousstandardsofO.Spg/mLNG.MNG,  andMNNG.  Bottom  panel:  Expanded 
chromatogram  showing  small  amount  of  NG  in  Air  Force  MNG. 
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Time  (min) 

Figure  5.  Analysis  of  Air  Force  Armament  Laboratory  MNG  by  HPLC  with  Fluorescence  Detection. 

Top  panel:  Aqueousstandardsof  7.0pg/mLG,  and  MG.  Bottom  panel:  Chromatogram  of 
10  mg/mL  Air  Force  MNG  showing  small  amounts  of  G  and  MG. 
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SECTION  5 


DISCUSSION 


The  analysis  of  Air  Force  Armament  Laboratory  MNG  covered  two  separate  areas.  One  was  the 
analysis  of  the  chemical  purity  of  the  MNG  sample,  and  the  second  was  the  evaluation  of  the 
potential  for  the  intragastric  conversion  of  MNG  to  the  known  carcinogen  MNNG. 

The  first  objective  was  addressed  by  the  HPLC  analysis  of  MNG.  High  performance  liquid 
chromatography  analysis  was  done  with  UV  detection  to  quantitate  the  amount  of  NG  and  MNNG.  A 
significant  finding  was  that  MNNG  was  not  detected  in  the  Air  Force  Armament  Laboratory  MNG 
sample.  This  question  is  of  toxicological  concern  because  MNNG  is  a  known  carcinogen.  Calculations 
based  on  the  limits  of  detectability  indicated  that  the  level  of  MNNG  was  less  than  0.1%  by  weight. 
The  UV  HPLC  analysis  also  indicated  that  the  MNG  was  0.25%  NG  by  weight.  The  presence  of  NG  was 
not  toxicologically  significant  and  because  MNG  is  synthesized  by  methylating  nitroguanidine  it  was 
most  probably  due  to  unreacted  starting  material.  High  performance  liquid  chromatography  with 
fluorescence  detection  was  used  to  analyze  the  Air  Force  Armament  Laboratory  MNG  for  G  and  MG. 
A  fluorescence-detection  technique  was  employed  because  these  guanidine  compounds  do  not 
absorb  at  a  usable  UV  wavelength.  The  HPLC  fluorescence  method  determined  that  the  Air  Force 
MNG  contained  0.0016%  G  and  0.055%  MG  (by  weight).  The  presence  of  trace  amounts  of  G  and  MG 
was  not  of  toxicological  concern. 

The  analysis  of  gastric  contents,  urine,  and  feces  in  male  F-344  rats  did  not  detect  the 
intragastric  conversion  of  MNG  to  MNNG.  None  of  the  samples  analyzed  indicated  that  MNG  is 
converted  to  MNNG  under  the  conditions  investigated.  The  limit  of  detectability  fo""  MNNG  was  less 
than  2.0pg/g  for  gastric  contents,  5.0pg/mL  for  urine,  and  2.5pg/g  for  feces.  The  intragastric 
conversion  of  MNG  to  MNNG  is  of  toxicological  concern  because  MNNG  is  a  known  carcinogen. 
Under  acidic  gastric  conditions,  MNG  could  be  converted  to  MNNG  especially  in  the  presence  of 
nitrites.  Kinetic  studies  of  the  conversion  of  amides  to  nitrosamides  have  demonstrated  that  MNG 
can  be  nitrosated  to  MNNG  in  the  presence  of  nitrite  (Mirvish,  1975).  Nitrite  can  come  from  diet  or 
from  the  environment,  but  it  may  also  originate  from  the  bacterial  reduction  of  nitrate  (Sander  and 
Schweinsberg,  1972).  Epidemiological  studies  have  associated  the  consumption  of  nitrate-rich 
drinking  water  with  a  high  incidence  of  gastric  cancer  (Hill  and  Hanksworth,  1973).  Thus,  exposure  to 
MNG  may  present  the  potential  of  conversion  to  MNNG.  Further  research  into  this  question  may  be 
addressed  by  the  coadministration  of  MNG  and  nitrite,  or  MNG  and  nitrate  to  test  animals. 
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